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Abstract Objective: To determine the accuracy of three-dimensional bladder ultra-
sonography (US, using the BVI 3000, Verathon, WA, USA) for determining the
residual urinary volume, compared with the conventional catheterisation method.
Patients and methods: We conducted a cross-sectional study at day-care unit of a
University hospital after obtaining approval from the Ethics Review Committee of
the hospital. Thirty-four patients with lower urinary tract symptoms requiring cys-
tometrography were included. The postvoid volume was measured by bladder US,
with three readings taken, and then patient was catheterised using a 12-F Nelaton
catheter to measure the urinary volume. The mean of the three readings was com-
pared with the catheterisation volume.
Results: The mean (SD) urinary volumes by US and catheterisation were 261
(186) and 260 (175) mL, respectively, and the correlation (r2) was 0.97. There was
no effect of age, gender or body mass index on the accuracy of bladder US, which
was accurate even when the urinary volume was 6100 mL.
Conclusion: The bladder US estimate is as accurate as catheterisation for deter-
mining the postvoid residual urinary volume. Its accuracy was also comparable
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when the urinary volume is <100 mL, and there was no signiﬁcant effect of age, gen-
der and body mass index. This system could replace the more invasive catheterisa-
tion, and with excellent accuracy.
ª 2014 Production and hosting by Elsevier B.V. on behalf of Arab Association of
Urology.
Introduction
LUTS in both in men and women are evaluated using an
objective assessment, e.g., by using the IPSS for men and
the Female LUTS instrument in women [1]. The
subsequent systematic diagnostic evaluation includes a
physical examination, urine analysis, blood analysis, ultra-
sonography (US) of the prostate, bladder and kidneys,
uroﬂowmetry, a measurement of postvoid residual urine
(PVR) volume by US, and a bladder diary in patients with
urinary frequency or nocturia [2]. Uroﬂowmetry is an
important and basic urodynamic investigation, which is
used in patients with LUTS [3], but the indications for
more invasive assessment are limited, and warranted only
in speciﬁc situations [4]. A non-invasive estimate of
bladder pressure, with an estimate of the free ﬂow rate,
gives useful information in the assessment of men with
LUTS. Determinations of bladder voiding efﬁciency [5]
or residual fraction [6] using the volume before and after
voiding are other non-invasive methods.
The PVR volume can be measured using different
methods, and although catheterisation is the standard
method it is invasive and can result in morbidity. Other
methods include B-mode US and a bladder US system.
US is also time-consuming, costly and requires training.
Bladder US systems were ﬁrst introduced in 1994 and
the initial models were all two-dimensional because they
only measured the width and length and did not assess
the depth of the bladder. Currently, a three-dimensional
bladder scanner (BVI 3000, Verathon, WA, USA) was
suggested to be more accurate than other systems [7,8].
However, there are no reports comparing the BVI
3000 with the standard method and determining its efﬁ-
cacy at extremes of volume; in the present study we eval-
uated these points.
Patients and methods
The study was conducted in the urodynamic suite of a
University hospital. The patients comprised those
undergoing cystometrography (CMG), and included
those aged >18 years who had a suspected neurogenic
bladder and who were referred for urodynamic studies.
We excluded patients with a reduced bladder capacity
due to diseases like tuberculosis or interstitial cystitis,
with impaired cognitive function, pregnant woman,
any with a lower abdominal surgical scar (which could
potentially affect the bladder scan), those who could
not lie supine, and those with previous bladder augmen-
tation surgery. Patients had a previous US evaluation to
exclude diverticulae, and patients with bladder wall
deformities, including a thick-walled bladder, were also
excluded. As a matter of protocol, patients with signiﬁ-
cant faecal loading noted during urodynamic catheter
insertion or a DRE had the assessment cancelled were
also excluded from the study.
The level of signiﬁcance was set at 0.05, with 80%
power, and the minimum sample size, calculated using
PASS 12 software (NCSS, Kaysville, Utah, USA),
was 34. We assumed a coefﬁcient of correlation between
A and B of 0.97. The normality of the distribution of the
data was evaluated and whether outcome frequencies
followed a speciﬁed distribution (using Pearson’s chi-
squared test).
Continuous variables are given as the mean (SD) and
the correlation coefﬁcient was calculated for urinary vol-
umes estimated by the two methods. Categorical vari-
ables were analysed as a proportion with percentages.
A paired t-test was used to compare the volumes, with
P< 0.05 considered to indicate a signiﬁcant difference.
The correlation between bladder US volumes and
catheterisation volumes, with adjustment for confound-
ing factors, i.e., age, body mass index (BMI) and gender,
was assessed using multiple linear regression analysis.
Patients initially had uroﬂowmetry, after which they
were asked to lie supine and had their bladder scanned
using the BVI 3000, using three scans, with the mean
of the three taken as the ﬁnal value. The nurse in the
urodynamic suite (not part of the study team) performed
the bladder scan. Immediately after scanning the
patients were catheterised (by a resident, on rotation
through the urodynamic and ﬂexible cystoscopy suite)
to determine the PVR volume. A Nelaton catheter (a
stiff straight catheter) was used to empty the bladder
before starting CMG.
Approval was obtained from the Ethics Review Com-
mittee for the study (approval #1721-SUR-ERC-10).
Neither the institution nor the investigators had any
support, ﬁnancial, technical or otherwise, from the man-
ufacturer during the conduct of this study.
Results
Thirty-four patients were included in the study (19 male)
with a mean (SD) age at presentation of 50.2 (20.2) years
and a mean (SD, range) BMI of 26.2 (5.9, 17.6–40.3) kg/
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m2. The respective mean (SD) volumes for the BVI 3000
and catheterisation methods were 261 (186) and 260
(175) mL, and the respective median (range) volumes
were 184 (41–869) and 200 (50–680) mL; there was no
statistically signiﬁcant difference between the groups
(paired t-test). The correlation coefﬁcient between the
methods was 0.97.
There was an excellent correlation (Fig. 1) at all vol-
umes, and in particular for volumes of <200 mL. For
volumes of >600 mL, there was some divergence but
this was not statistically signiﬁcant and there were few
patients in this subgroup. There were seven patients
who had smaller bladder volumes, of <100 mL, but
they were assessed separately and there was a signiﬁcant
correlation between the two methods. When the patients
were sub-stratiﬁed into two groups depending on age
(<50 and >50 years) or BMI (<25 and >25 kg/m2)
there was no difference between the groups in the esti-
mates of bladder volume by the bladder scan.
Discussion
The measurement of PVR volume is an important diag-
nostic step in evaluating patients with LUTS, and thus
the accurate measurement of this volume is important
in the diagnostic and management algorithm. Urethral
catheterisation has long been considered the standard
method for measuring the PVR volume but it is fre-
quently associated with discomfort and carries a risk of
UTI and trauma [9]. To avoid an invasive catheterisation,
US is being increasingly used for this purpose [10]. US is
not only reliable but is also reproducible. However, there
are some shortcomings, including cost and the availabil-
ity of a radiologist and equipment. Currently, the PVR
volume can be measured by healthcare personnel (with
no specialised training) using a portable, self-calculating
US system, e.g. the bladder scanner. Such a portable
bladder scanner has several advantages over real-time
US, in that it is user-friendly and requires only basic
training. It can be used at the bedside, obviating the need
to use the resources of the radiology department.
The correlation coefﬁcient between the methods in
the present study was 0.97. Park et al. [11] assessed a
bladder scanner which had real-time pre-scan imaging
(RPI), ﬁnding it better than a conventional bladder
scanner for measuring the PVR volume. They reported
that the ability to point the scanner exactly at the blad-
der before measuring the bladder volume with RPI
seemed to reduce the variability of the measured values.
One of the disadvantages of the conventional bladder
scanner, i.e., one with no RPI, is that it does not allow
the operator to visualise the bladder directly [11]. This
could have serious diagnostic consequences. In patients
with neurogenic bladder problems, studies show that
portable bladder US systems are an acceptable alterna-
tive to catheterisation, although they are not as accurate
as catheterisation for estimating bladder volumes [12].
The BVI 3000 system calculates the bladder volume
using VMODE technology; measurements made with
this technology are more accurate than those from con-
ventional two-dimensional US, being are based on a
more detailed three-dimensional image of the bladder.
The technique is easy to use and more comfortable for
the patient. When the system is actuated this technology
quickly assesses the echoes from several planes in the
body and constructs a three-dimensional image, from
which the system can calculate the bladder volume,
and display several B-mode images.
There are many conditions which can confound the
estimate of volume, i.e., cystic ovarian pathologies
might be construed as a signiﬁcant PVR volume [13].
In the present study there was an excellent correlation
for all volumes, but there are other conditions that can
potentially affect the volume estimate.
Choe et al. [14] reported six patients in whom a fol-
low-up assessment of a high PVR volume measured on
US studies gave lower catheterised volumes, with a
range of differences of 66–275.5 mL. These patients were
later diagnosed with an ovarian cyst, uterine myoma, or
uterine adenomyosis on pelvic US.
There are also reports showing poor repeatability and
accuracy in bladder volume measurements using the
BladderScan (Verathon) when compared with real-time
US [15]. These authors reported that the BladderScan
method does not appear to be reliable for assessing blad-
der volumes in children aged 0–24 months before blad-
der instrumentation. Koomen et al. [16] also found
that the BladderScan underestimated the urinary blad-
der volume in children.
Alnaif and Drutz [17] reported that the bladder was
not fully imaged if the scanning heads were aimed incor-
rectly, and that partial bladder volumes resulted if the
lateral borders were omitted, producing measurements
Figure 1 A scatter plot showing the good correlation between
the volume determined using the BVI 3000 (abscissa) and that by
catheterisation (ordinate), at all volumes (r2 = 0.97).
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that underestimated PVR volumes. These authors con-
cluded that PVR volumes from portable bladder US
machines should be interpreted cautiously, and that
catheterisation might be the better method if an accurate
estimate of PVR volume was needed.
The efﬁcacy of a bladder scanner in morbidly obese
patients is lower [18], but we found no difference related
to the BMI in the present study. This could possibly be
because there were relatively few patients with a BMI of
>35 kg/m2. An inaccurate estimate could also be possi-
ble in patients with ascites. Elsamra et al. [19] reported
on two adolescent females with LUTS who had falsely
elevated PVR volumes by bladder scanning, and who
subsequently underwent formal imaging to identify
ovarian cystic pathology.
The utility of the bladder scan was assessed in various
clinical situations. Bozsa et al. [20] assessed its utility for
estimating the PVR volume after radical hysterectomy,
comparing the US-estimated volume with that from
catheterisation. They reported that both non-invasive
three-dimensional US methods are appropriate for the
correct volume determination of PVR after radical hys-
terectomy. This obviates the need for catheterisation,
with its risks of UTI in patients with an insigniﬁcant
PVR volume. Beckers et al. [21] reported that the BVI
6200 was not reliable enough to replace conventional
US for measurements of bladder volumes. It is not
advisable to use it in a bladder-retraining programme.
Goode et al. [22], in a series of 95 ambulatory women
with urinary incontinence, reported that US had a sensi-
tivity of 66.7% and a speciﬁcity of 96.5% in detecting a
PVR volume of P100 mL.
Portable US scanners are quick, easy to use, reason-
ably sensitive, and very speciﬁc for determining an ele-
vated PVR. There are no contraindications for the use
of the BladderScan, but informed consent must be
obtained and healthcare workers trained in the use of
the device. The potential adverse effects of portable
bladder US include skin irritation, an allergic reaction
to the gel and padding, and pressure-sore formation at
the site of sensor placement [23]. Huang et al. [24]
reported that the volumes estimated by a bladder scan
were less accurate than those from catheterisation, par-
ticularly for small PVR volumes. The present results
indicate that the bladder scan has a good correlation
coefﬁcient at all volumes. However, the major limitation
of the present study was the few patients included, which
made a subgroup analysis difﬁcult. The other limitation
was that the patients were a selected group presenting
for an invasive urodynamic evaluation. Future work
should be in a multi-institutional/multi-centric study
with a larger cohort.
In conclusion, the BVI 3000 was as accurate as cath-
eterisation for determining the PVR volume. The accu-
racy was also comparable when the urinary volume
was <100 mL. There was no signiﬁcant effect of age,
gender or BMI on the bladder scan estimate of PVR vol-
ume. This system could replace more invasive catheteri-
sation, and with excellent accuracy.
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